Effect of butoconazole nitrate cream and wax insert on the barrier property of contraceptive devices.
A new method was developed to assess the quality of the barrier property of several types of commonly used contraceptive devices (diaphragm, cervical cap, and condom). Our data showed that butoconazole nitrate cream and wax inserts did not affect the barrier property of the contraceptive devices when the products were placed in contact with the devices for up to 72 hours at 37 degrees C.